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Abstract
Titanium surface modification by the Hydroxyapatite (HA) mixed Electrical Discharge Machining (EDM) is an alternative and promising 
technique to enhance the biocompatibility and to promote the biological performance in bone, which is dependent on surface properties, 
such as surface roughness, chemistry, and wettability. HA powder is used for the first time with electrical discharge machining to improve 
osteoblastic cell activity on the developed surfaces for Ti6Al4V. Different HA concentrations in deionized water were tested as an experi-
mental variable during EDM. Abrasive polishing and electrical discharge machined control surfaces without powder addition also analyzed 
to compare the results. The surface characteristics of analyzed samples were evaluated by Scanning Electron Microscopy (SEM), Energy 
Dispersive Spectroscopy (EDS), X-Ray Diffractometry (XRD), white light interferometry, and contact angle measurements. The wettabil-
ity tests suggest that the hydroxyapatite powder mixed EDM’ed surfaces shows highly hydrophilic characteristics compared the other sur-
faces, abrasive polished and EDM’ed without powder addition in the dielectric. The results from the MTT assay revealed that those sur-
faces modified using HA powder addition in distilled water dielectric liquid promoted the most significant cell attachment/growth. The 
results indicate that HA powder mixed EDM offers a promising method for the surface modification of biomaterials such as titanium alloys.
Keywords: Ti6Al4V, Surface modification, Hydroxyapatite, Powder mixed electrical discharge machining, Osteoblast, Cell attachment 
and growth.
Öz
Hidroksiapatit (HA) katkılı Elektro Erozyon İşleme (EEİ) ile Titanyum yüzey modifikasyonu, yüzey pürüzlülüğü, yüzey kimyasi, ıslatı-
labilirlik gibi yüzey özelliklerine bağlı olan kemikte biyolojik performans ve uyumluluğun arttırılması için alternatif ve gelecek vaat eden 
bir tekniktir. HA tozu katkılı elektro erozyon ile işlenen Ti6Al4V yüzeyler, osteoblastik hücre aktivitesini geliştirmek için ilk kez bu çalış-
mada kullanılmıştır. Deiyonize sudaki farklı HA konsantrasyonları EEİ sırasında deneysel bir değişken olarak test edildi. Zımparalanmış 
ve toz ilavesi olmadan elektro erozyon ile işlenmiş kontrol yüzeyleri, karşılaştırma amaçli kullanılmıstır. Analiz edilen numunelerin yüzey 
özellikleri Taramalı Elektron Mikroskobu (SEM), Enerji Dağılım Spektroskopisi (EDS), X-Işını Difraktometrisi (XRD), beyaz ışık inter-
ferometrisi ve temas açısı ölçümleri ile değerlendirildi. Islatılabilirlik testleri, hidroksiapatit toz katkili EEİ’nin yüzeylerinin diğer yüzey-
lere kıyasla daha yüksek hidrofilik özellik sergilediğini göstermektedir. MTT testinden elde edilen sonuçlar, HA tozu katkılı damıtılmış su 
kullanılarak modifiye edilmiş yüzeylerin önemli derecede hücre bağlanma ve büyümesini desteklediğini göstermiştir. Sonuçlar, HA tozu 
katkili EEİ ‘nin, titanyum alaşımları gibi biyomalzemelerin yüzey modifikasyonu için umut verici bir yöntem oldugunu göstermektedir.
Anahtar Kelimeler: Ti6Al4V, Yüzey modifikasyonu, Hidroksiapatit, Toz katkılı elektro erozyon ile işleme, Osteoblastik, Hücre bağlan-
ması ve büyümesi.
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I. INTRODUCTION
Recently, the importance of biomaterials has been increa-
sing in parallel with the developments of medicine and en-
gineering. These materials used for the repair of injuries, 
inflammations, tumors, gangrene, implants and could be 
metals, ceramics, polymers, and composites. The most com-
monly used metals for such applications are Ti and Ti al-
loys, as well as stainless steel. Metals for biomedical appli-
cations are usually coated to prevent corrosion and metallic 
ion release that have possible toxic effects to biological be-
ing. Working on various coating methods, facilitate surface 
coating or obtain functional surfaces to inhibit such side ef-
fects of metals have become the focus of researchers. Nowa-
days Electrical Discharge Machining (EDM) is considered a 
challenging alternative for obtaining functional surfaces for 
medical applications. Especially the properties of the sur-
face and subsurface layers obtained in the EDM method are 
worth investigating in this regard.
In general, the topmost layer on the EDM’ed surface is 
the resolidified structure generated due to the thermal ac-
tions of the sequentially applied sparks. The heat affected 
structures in solid state lay underneath the resolidified la-
yer that is followed by the base material. The creation of 
the nano structural resolidified layer is vital for the develop-
ment of biocompatibility. Formation of γ phase and κ car-
bide in recast layer observed when Fe-Al-Mn work material 
EDM’ed in kerosene dielectric liquid. Therefore, the forma-
tion of the nanostructure oxide layer in EDM could improve 
the work material biocompatibility [1]. Besides, nano (δ +γ) 
hydrides are also essential for the formation of nano structu-
ral oxide layers. α→ (α+δ)→ (δ +γ)→ γ conversion occurs 
in resolidified layer throughout the EDM. Moreover, short 
duration pulses provide nano porous TiO2 on EDM’ed tita-
nium surface [2]. Yang et al., [3] and Lee et al., [4] have ob-
served nanoscale pores in anatase TiO2 surface when EDM 
of Ti-6Al-4V work material when using water as the die-
lectric liquid. Also, better biocompatible surfaces were ob-
tained when using high pulse current and duration during 
EDM [5]. Fabrication of biocompatible microdevices is also 
possible by micro EDM with the desired surface roughness 
values recommended for biological applications [6]. Corro-
sion resistance is also a key factor for dental implant app-
lication. Comparison of EDM’ed and conventionally finis-
hed (grounded and polished) surfaces revealed a reduction 
in corrosion resistance of Co-Cr and grade II cpTi alloys [7].
Obtaining functional surfaces with the aid of powder ad-
ditives in dielectric liquid also compelled researchers inte-
rest.In this way, TiC and nickel enriched resolidified layers 
formed on the surface with the proper selection of powder 
additives [8]. 150 µm thick TiC layer with a hardness of 
1600 HV on carbon steel is possible when using Ti powder 
additives in EDM [9]. Using reduced discharge energy im-
prove the hardness of the resolidified layer up to 2000 HV 
[10]. A titanium layer formed onto tungsten carbide work 
material when using Ti powder mixed EDM. The hardness 
of the layer reached up to 1750 HV with fewer occasions 
of cracking on the surface [11]. Similarly, tungsten powder 
mixed EDM produced a tungsten-rich and hard-resolidified 
layer on steel [12]. SiC powder mixed EDM’ed Ti-6Al-4V 
surfaces also indicate material migration from the suspen-
ded dielectric liquid. [13]. Al powder provides the least sur-
faces roughness, the best surface topography, and material 
removal rate, followed by SiC, Gr, Cr and Fe in sequence in 
powder mixed EDM [14].The obtained recast layer can be 
considered as a kind of coating with excellent mechanical 
properties when tool steel is machined molybdenum pow-
der mixed EDM[15]. Similarly, a continuous strengthened 
TiC and TiSi2is formed on Ti-6Al-4V when using SiC abra-
sive-mixed EDM with magnetic stirring [16].
The literature survey above reveals the possibility of 
powder mixed EDM as an alternative technique for obtai-
ning functional implant surfaces. Surface treatment of Ti–
6Al–4V alloy by EDM for orthopedics applications provi-
ded better substrates for the adhesion, growth, and viability 
of MG-63 cells than the alloy plasma-sprayed with TiO2 
[17]. High current, pulse duration, and powder concentra-
tion in Powder Mixed EDM increase the recast layer thi-
ckness and provide a Ti modified hydrophilic surface wit-
hout surface cracks [18]. Bioceramic oxides and carbide 
phases (TiC, SiC,and NbC) on the Powder Mixed EDM’ed 
β-Ti surface provide excellent adhesion to the substrate with 
improved hardness. Besides this, acceptable corrosion re-
sistance is obtained for dental implants [19]. The fatigue 
endurance limit of 280 MPa is possible which is very sui-
table for orthopedic applications [20]. Similarly, according 
to the multi-objective optimization results, parameter sequ-
ence consisting of 13 A peak current, 5 µs pulse duration, 
8% duty factor and 8 g/l powder concentration is the most 
suitable choice to enhance the biocompatibility of β-Ti alloy 
[21]. Surface crack density on the machined surface decre-
ase considerably on EDM’ed Ti–35Nb–7Ta–5Zrβ-titanium 
alloy when using 4 g/l Si powder concentration in the die-
lectric liquid. The pore size of 200–500 nm in the intercon-
nected surface is obtainable in the parameter sequence con-
sisting of 15A pulse current, longer pulse interval and 8 g 
/ l Si powder concentration [22]. Therefore, powder mixed 
EDM provides higher bone/implant interface strengths, na-
noporous surface, suitable adhesion and growth of osteob-
last-like cell (MG-63) [23].
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Hydroxyapatite (HA) is one of the hardest molecules, and 
its crystal structure is similar to that of the human skeletal 
system so that it can be used instead of bone. Similar to the 
structure of the bone, the ratio of calcium to phosphorus (Ca 
/ P) is around 1.67. The studies on the use of HA for medi-
cal applications in powder mixed EDM were first carried out 
in 2013[24]. In their study, they performed HA precipitation 
on Ti alloy when using HA additives in the dielectric liquid. 
They showed that the most suitable parameters are high pulse 
current and low pulse on duration. In their continuing work, 
they have indicated that secondary sparks have made depo-
sition more effectively [25]. Recent work on this subject has 
shown an improved corrosion resistance for β-phase Ti imp-
lant by HA mixed EDM. Higher corrosion resistance and im-
proved hardness, as well as 18–20 μm, recast layer contai-
ning biocompatible phases with excellent adhesion to the base 
surface could be achieved [26]. Similarly, orthopedic-implant 
materials based on titanium and titanium–tantalum alloys are 
EDM’ed using HA powder additives [27]. In another study, a 
biocompatible and nanoporous hard layer is formed on metal-
lic glass surface when using HA as a powder additive in hyd-
rocarbon-based dielectric liquid [28].
The main attractive point of the process is the ability to pro-
vide extreme heat and pressure cycles in microscale that could 
not be achieved by other known techniques. Therefore, the idea 
of adding the powder in a dielectric liquid and modifying the 
machined surfaces for specific needs promising an innovative 
and practical alternative technique. Nowadays, among the spe-
cific needs, the possibility of generation of biocompatible sur-
faces with the use of the process became an attractive alter-
native to the known surface modification techniques such as 
plasma spray, shot peening, abrasive blasting, aqueous spray, 
and pulsed laser deposition. The studies are in the initial state, 
and preceding studies are needed to understand the bioactivity 
of HA powder mixed EDM. Therefore, the surface characte-
ristics and biocompatibility of Ti6Al4V surfaces modified HA 
powder mixed EDM are analyzed in the study.
II. EXPERIMENTAL SETUP AND PROCEDURE
2.1 Test Samples Preparation
Ti-6Al-4V ELI (Grade 5 ELI) materials were used in this study. 
The samples with 8 mm length were cut from 10 mm diame-
ter titanium rod. Samples were machined by using AJANEDM 
CNC983 brand die sink type EDM(Figure 1). Pure titanium was 
used as the tool electrode during EDM. Deionised water was 
used as a dielectric fluid. Hydroxyapatite (HA) powder was ad-
ded to the water to obtain varying concentrations (0, 5, 10, and 
15 g/L). Other EDM process parameters kept constant for all 
experiments. The machining condition was selected from the 
previous experimentation as 12µs pulse on duration and 22 A 
pulse current [25]. As a control, two Ti samples were wet-abra-
ded with # 600 to #1200 SiC abrasive paper followed by polis-
hing with 1µm polishing cloth. One of the control surfaces was 
polished by keeping the orientation of the sample constant du-
ring polishing (direct polish) as shown in Figure 2(a), the other 
one was polished with random orientation (random polish) as 
shown in Figure 2(b). After machining, the samples were clea-
ned in acetone for 5 min., ethanol for 5 min., and pure water for 
15 min., using an ultrasonic cleaner and the samples were dried 
in the air after each cleaning processes.
Figure 1. Experimental setup (a) schematic drawing, (b) reservoir view and (c) an EDMed sample.
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2.2 Surface Analysis
The surface morphologies and surface elemental composi-
tion of the EDMed samples were examined by using scan-
ning electron microscopy (SEM, FEI Inspect S.) coupled 
with energy-dispersive x-ray spectroscopy (EDS). Phase 
composition of the EDMed surfaces were examined by using 
X-ray diffractometer (XRD, RigakuMiniFlex) with settings 
(Cu, 30kV, 15mA). The samples were scanned at an incident 
angle over a 2θ range of 30º to 90º. Bruker Contour GT-K 
3D optical microscope (white light interferometer) with Vi-
sion 64 software was used for surface topography and sur-
face roughness analysis. Average of three surface roughness 
measurement was taken to evaluate the results.
2.3 Sessile-Drop Contact Angle Measurement
The water contact angle of the samples was measured using 
a KSV CAM101 contact angle goniometer. Contact angle 
measurement conducted for 30 s time duration (20 f/s) for a 
single drop. Each drops volume during contact angle measu-
rement was 1.5 µL. Mean value of the contact angle was ob-
tained at 10 s when the water droplet got mostly stable form.
2.4 Cell Culture
The cells described in this work are human bone Fibrob-
last cells, MG-63 (ECACC 86051601), which were purc-
hased from Public Health of England. All cell culture work 
was carried out under aseptic conditions in a grade II lami-
nar flow cabinet (EBSCO). Cells were maintained at 37 ºC 
in a humidified 5 % CO2/95 % air atmosphere in Dulbec-
co’s modified Eagle’s medium (DMEM) (Sigma Aldrich, 
D6429) supplemented with 10 % foetal bovine serum (Sig-
ma-Aldrich, 0804) and 1 % penicillin-streptomycin.
2.5 Cell Attachment and Growth
To determine if the cells (MG-63) preferred a particular ma-
chined surface, they were seeded onto the surfaces at a den-
sity of 10,000 cells per well and left to incubate for 24hrs 
(37°C, 5% CO2/95% humidity). After 24hrs, an MTT as-
say was carried out to determine relative cell growth on all 
surfaces through absorbance. Briefly, MTT (3-(4,5-dimet-
hylthiazol-2-yl)-2,5-diphenyltetrazolium bromide) was ad-
ded to the cells (0.5mg/ml) and the cells left to incubate for 
2 hours (37°C, 5% CO2/95% humidity). Next, 10% (v/v) 
DMSO was added to the cells which were left to incubate 
for 10 minute at room temperature. After 10 minutes the me-
dium was transferred to a 96-well plate and the absorbance 
read at 570nm in a plate reader. The MTT assay relates the 
metabolic activity of the cells. In this assay MTT (yellow) is 
reduced to formazan (purple) and amount of colour change 
is indirectly related to cell number.
III. RESULTS
3.1 Analysis of Surface Topography and Roughness
Figure 3 shows the SEM and 3D white light interferome-
ter images of EDM’ed and PMEDM’ed surfaces of the Ti-
6Al4V work material. As observed, HA PMEDM’ed sur-
faces characterized by distinct features and morphologies 
compared to the EDMed surface in deionized water without 
powder addition. The EDM’ed surfaces (Figure 3(a) and Fi-
gure 4(a)) display formation of smooth molten materials 
with very shallow craters, which resulted in lower average 
surface roughness (Sa) on the corresponding surface (Figure 
5). With the HA powder addition to the dielectric liquid,-
complex porous microstructures composed of overlapped 
micro pits and decomposed HA powders embedded into the 
molten material, which could provide reliable anchorage for 
the particles and elements attached to the PMEDM’ed surfa-
ces. More and deeper micro-craters were formed when HA
          
( a )         ( b )
Figure 2. Control surfaces (a) directly polished (Sa=61.5 nm) and (b) randomly polished (Sa=34.8 nm). Sa is an areal surface roughness 
parameter measured using Bruker white light interferometer.
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Figure 3.SEM and Bruker interferometer micrographs
concentration increased from 5 to 15 g/L, which led to high surface roughness, Sa (mean areal surface roughness) and Sz 
(maximum height from valley to peak) as shown in Figure 5 and Figure 6, respectively, compared to polished and EDM’ed 
surfaces. The EDM’ed surfaces consisted of some microcracks (Figure4(a)) when treated with only deionized water. Howe-
ver, negligible or crack-free surfaces with porous structure were formed with HA PMEDM process (Figure 4(b-d)). Bruker 
3D micrographs (Figure 3) also display micro roughness differentiation between different machining conditions. High con-
centration of HA led to increased micro roughness in micro-craters
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3.2 Analysis of Surface Composition by EDS/XRD
Element and phase composition of EDM’ed and PMEDM’ed 
surfaces were investigated using EDS and XRD analysis. 
Figure 7 shows an SEM image of the PMEDM’ed surface 
with 10 g/L HA concentration. Associated EDS plot confir-
med the presence of Ti, V, Al, and Ca elements. The Ca ele-
ments are existing due to the chemical decomposition of the 
HA powder under a high thermal source of energy during 
sparking. Figure 8 shows the XRD patterns of the polished, 
EDM’ed and PMEDM’ed surfaces of Ti6Al4V samples. The 
phases are shown on the same graph to make a proper com-
parison. The polished Ti6Al4V sample contains more α-Ti 
phases where the β-Ti peak is observed before the maximum 
α-Ti at 40⁰. Samples which are machined in the water die-
lectric and HA mixed dielectric contain TiO phase where O 
diffused from water dielectric liquid during machining that 
improves surface biocompatibility and bone cells osseoin-
tegration characteristics. It is known that these bioceramics 
oxide layers have high corrosion resistance characteristics 
and commonly used as coating materials for biological app-
lication [19]. HA penetrating the surface during PMEDM 
are observed approximately at 36⁰ [18]. So, the presence of 
the HA-rich layer is confirmed that is crucial for medical 
applications.
(a) EDMed with water (b) EDMed with 5 g/l HA
(c) EDMed with 10 g/l HA (d) EDMed with 15 g/l HA
Figure 4. SEM micrograph with 1000x magnification.
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Figure 8. XRD analysis of the sample surfaces. (a) Polished 
sample. (b) EDM’ed sample in water dielectric. (c) PMEDM’ed 
sample in 5 g/l HA (d) PMEDM’ed sample in 10 g/l HA (e) 
PMEDM’ed sample in 5 g/l HA
3.3 Surface Wettability
The PMEDM was found to promote surface hydrophilicity 
due to high surface energy. Surface wettability was measu-
red by using contact angle measurement technique. Figure 9 
shows water drops on (a) the PMEDM’ed with 5 g/L HA and 
(b) polished surface, in which the contact angles measured from 
the drop shapes. The PMEDM’ed surfaces resulted in lower 
contact angles compared to EDM’ed and polished surfaces as 
shown in Figure 10. However, optimal HA concentration must 
be sought to give the most beneficial surfaces with super hyd-
rophilicity characteristic, which requires further research on it. 
Thus, the lower the contact angle, the higher surface hydrop-
hilicity. Surface hydrophilicity increases the adsorption of cell 
adhesion, which in turn contribute to promoting enhanced cell 
response, such as osteoblastic cell attachment and proliferation 
compared with hydrophobic Ti surfaces [29].
(a) EDM’ed with 5 g/l HA 
(Contact angle (θc)=33.7°)
(b) Random polished (Contact 
angle (θc)=77.3°)
Figure 9. Contact angle measurement for wettability test.
Figure 5. Average surface roughness (Sa) against samples treated 
by polishing and EDM and PMEDM.
Figure 6.Sz measurement on EDM’ed and PMEDM’ed surfaces
   
Figure 7. (a) SEM micrograph, (b) EDS analysis for samples EDM’ed with 10 g/l HA
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3.4 Cell Attachment and Growth
24 hours after the cells were seeded on to the surfaces, MTT 
assay was performed to determine the effect of EDM’ed and 
HA PMEDM’ed surfaces on cell adhesion and growth. Fi-
gure 11 shows adhesion/growth of the cells to PMEDM’ed 
with 10 and 15 g/L HA concentration give the best cell ab-
sorbance compared to that of the EDM’ed and polished sur-
faces. Higher the value of absorbance reflects that the given 
surfaces promoted cells attachment and growth. However, 
the polished surfaces give better cells absorbance compa-
red to the EDM’ed and PMEDM’ed with 5 g/L HA surfaces. 
These findings suggest that the HA PMEDM will be a pro-
mising alternative technique to modify the Ti alloys to pro-
mote the cells bioactivity and surface biocompatibility. Hi-
gher absorbance values with higher HA concentration could 
be attributed to surface porosity, rough microstructure, Ca 
elements and oxide phases (TiO) constituents created du-
ring the PMEDM.
Figure 10. Contact angle measurement for different surfaces.
Figure 11. Surfaces were seeded with cells and left for 24hrs. 
An MTT assay was carried out to determine relative attachment/
growth across all surfaces.
IV. DISCUSSION AND CONCLUSION
The Ti6Al4V work material, often employed as an imp-
lant material in dental and orthopedic applications, was tre-
ated by the HA mixed EDM to investigate its surface forma-
tion characteristics and in vitro osteoblast-like MG-63 cells 
response to the generated surfaces. The HA mixed EDM’ed 
surfaces exhibit higher surface roughness compared to the 
control surfaces treated by abrasive polishing and EDM with 
deionized water. HA concentration in the dielectric fluid is 
one of the influential factors to obtain surfaces which can 
promote cellular activity and biocompatibility. Surface wet-
tability, indicated by the water contact angle measurement, 
is also affected by the addition of HA powder. Highly hyd-
rophilic surfaces with contact angles around 40⁰ were crea-
ted by the HA mixed EDM compared to the polished surface 
with contact angle around 70⁰ and EDM’ed surface with 
contact angle around 62⁰. The hydrophilic surfaces promote 
cellular activity, which was observed in this work as well. 
The MTT assays demonstrate that better cell attachment 
and growth are observed and the surfaces treated by the HA 
(10g/L and 15 g/L concentration) mixed EDM compared to 
all other surfaces. It is crucial to mention that the alteration 
on the surfaces with powder mixed EDM is partially due to 
alteration of the discharge mechanism, which resulted in se-
veral secondary discharges leading to particle migration and 
deposition. This discharge alteration phenomenon was deta-
iled in the authors’ previous paper [25]. It can be concluded 
that the HA mixed EDM with high HA concentration pro-
vides very efficient and rich surfaces for enhanced biocom-
patibility and improved cellular response. Factors affecting 
these improvements could be attributed to the formation of 
the HA-enriched layer composed of HA crystals and other 
elements (Ca), oxide phases (such as TiO and TiO2), higher 
micro surface roughness, and hydrophilic surface characte-
ristics. Further work could be needed to find optimal condi-
tions including HA concentration to obtain better biocompa-
tible surfaces, and further, in vitro, biological tests could be 
performed to investigate the cell adhesion, proliferation and 
differentiation on the HA mixed EDM’ed surfaces.
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